[Screening by the method of radioimmunologic analysis].
To simplify the technique of radioimmunoassay, rubber holders were used that held the test tubes when the solid phase was washed with flow water. Instead of hermetically sealing the test tubes during incubation of the test samples and labeled antiserum, the authors have placed the samples in a polyethylene bath with wet cloth.